[Thermal intestinal lesions in bipolar electrocoagulation of the fallopian tubes].
It is demonstrated a case of intestinal burns caused by bipolar high frequency coagulation of Fallopian tubes for sterilization. Reasons and advice for prevention of these complications are discussed.